Recording the bladder electromyogram for bladder activity evaluation during post-operative urinary urgency.
When the intravesical pressure cannot be measured because of continuous drainage, bladder electromyography is an alternative means of evaluating the functional condition of the urinary bladder. However, many problems that accompany this procedure have not been solved. In the present study we tried bladder electromyography with a newly-developed carbon fiber electrode in a patient who underwent an open prostatectomy. It was helpful in recognizing the relationship between urinary urgency and the spasmic activity of the vesicular detrusor muscle.